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Abstract
Aims: Cardiovascular magnetic resonance (CMR) allows non-invasive phase contrast measurements of flow through
planes transecting large vessels. However, some clinically valuable applications are highly sensitive to errors caused
by small offsets of measured velocities if these are not adequately corrected, for example by the use of static tissue
or static phantom correction of the offset error. We studied the severity of uncorrected velocity offset errors across
sites and CMR systems.
Methods and Results: In a multi-centre, multi-vendor study, breath-hold through-plane retrospectively ECG-gated
phase contrast acquisitions, as are used clinically for aortic and pulmonary flow measurement, were applied to
static gelatin phantoms in twelve 1.5 T CMR systems, using a velocity encoding range of 150 cm/s. No post-
processing corrections of offsets were implemented. The greatest uncorrected velocity offset, taken as an average
over a ‘great vessel’ region (30 mm diameter) located up to 70 mm in-plane distance from the magnet isocenter,
ranged from 0.4 cm/s to 4.9 cm/s. It averaged 2.7 cm/s over all the planes and systems. By theoretical calculation,
a velocity offset error of 0.6 cm/s (representing just 0.4% of a 150 cm/s velocity encoding range) is barely
acceptable, potentially causing about 5% miscalculation of cardiac output and up to 10% error in shunt
measurement.
Conclusion: In the absence of hardware or software upgrades able to reduce phase offset errors, all the systems
tested appeared to require post-acquisition correction to achieve consistently reliable breath-hold measurements of
flow. The effectiveness of offset correction software will still need testing with respect to clinical flow acquisitions.
Introduction
Phase contrast cardiovascular magnetic resonance
(CMR) [1] measurements of flow through planes trans-
ecting the great arteries are used clinically for calcula-
tions of cardiac output, shunt flow [2,3] or aortic or
pulmonary regurgitation [4,5]. In combination with
measurements of left ventricular volume or mitral
inflow, measurement of aortic outflow may also allow
the indirect calculation of mitral regurgitation [5-7].
Such measurements are non-invasive and require no
contrast agent or ionising radiation. They represent a
capability unique to CMR which can be of considerable
value in clinical investigation and research. However,
the derivation of cardiac output, regurgitant or shunt
flow from velocity images cal l sf o rav e r yh i g hs t a n d a r d
of accuracy, requiring the minimisation of background
phase offset errors, which are the focus of this paper.
Note that this paper examines the offsets before any * Correspondence: p.kilner@rbht.nhs.uk
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sue or static phantom baseline correction, which may
generally reduce the problem subject to the reliability of
the correction method itself.
As illustrated in Figure 1, clinical flow acquisitions can
be subject to small positive or negative phase offset
errors. They can be recognised where stationary tissue
shows small apparent velocities which tend to increase
with distance from the centre of the image. Phase offset
errors may involve regions of flow measurement. They
may vary unpredictably with slice orientation, slice shift
(along the slice-select direction) and with other para-
meters that affect the gradient waveforms or their tim-
ings. They generally vary gradually with position over
the image and are stable over all frames of a properly
retro-gated cine. Although typically small, of the order
of 1 or 2 cm/s, they matter because calculations of
volume flow are based on the summation of velocities
through the whole cross sectional areas of vessels and
also through all phases of the cardiac cycle. Because of
these two summations, the small background velocity
offset error accumulates to give potentially significant
errors in the calculated volume flow (Figure 2).
The background offset errors in typical cardiac flow
applications have been studied previously e.g. [8-10] and
their consequences can be estimated as follows. For
example, consider a 5% error in a stroke volume of 80
ml/beat, which is 4 ml, which we suggest may represent
a limit of acceptability. If this were measured over a
great vessel of diameter 30 mm and through an R-R
interval of 1 second, the 4 ml error could result from a
mean velocity error of only 0.57 cm/s. This velocity off-
set corresponds to less than 0.4% of a typical velocity-
encoding range (Venc) of 150 cm/s (or 0.3% of 200 cm/
s). The high sensitivity of derived flow measurement to
small errors in velocity is attributable to the double
summation, over the vessel area and throughout the R-R
interval. Given only 0.6 cm/s offset errors, as above, the
calculation of shunt flow from the difference between
pulmonary and aortic flow measurements might be
affected by up to 10%, if the background errors were to
Figure 1 A systolic frame of an aortic flow acquisition. (170 ms after R-wave, at Venc = 150 cm/s). (a) Signal magnitude image, (b) Phase
contrast velocity image shown at normal greyscale settings (black = -150 cm/s, white = +150 cm/s) where there apparently uniformly grey
chest wall fails to reveal the background offset error. The same image is therefore reprinted in (c) with more extreme greyscale contrast to show
up the background offset errors (black ≤ -15 cm/s, white ≥ +15 cm/s) (d) Phase contrast image using identical sequence protocol, but of static
gelatin phantom, displayed with same greyscale as (c), demonstrating the phase offset.
Figure 2 Aortic flow 64 ml/beat measured from Figure 1.T h e
background in the aortic region was measured in the phantom, as
in Figure 1d. The aortic flow curve includes 8.4 ml/beat due to the
background offset of 1.6 cm/s in the aortic region. The true aortic
flow is 56 ml/beat. The relative error in the calculated flow
measurement is therefore 15%. Although the example in Figure 1
may be relatively easy to correct by correcting phase offset errors of
signal across the relatively large regions of static chest wall and
liver, correction is not always as straightforward in clinical
acquisitions. Without such an independent correction of the
background offset, it would be difficult to correct the aortic flow
curve by using physiological assumptions such as negligible flow in
diastole.
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effects on measurements of valve regurgitation are
harder to summarise. Considering a regurgitant fraction
(RF) of 15% as an example, corresponding to a 15 ml
reverse flow during 600 ms of diastole after 100 ml of
forward flow during 400 ms of systole, the 0.6 cm/s off-
set discussed above would cause the RF to be miscalcu-
lated as either 12.5% or 17.5%, depending on the
polarity of the offset. Relative to moderate and severe
regurgitation the error in RF may appear less because
the offset results in a smaller relative miscalculation of
the larger reverse flow, although the reduction would
partially be cancelled by the increased velocity encoding
range that would be needed to avoid aliasing during the
increased amount of forward flow. Please note that the
estimates above are based on a velocity offset of 0.6 cm/
s, which we propose as a theoretical limit of
acceptability.
When baseline offset correction methods have been
applied with proof of their in-vivo efficacy [9,10], the
resulting CMR measurements of flow have been found
to have a high accuracy, which may be hard to achieve
by any other in-vivo modality. It should be understood
that this study uses uncorrected offset data, revealing
how much dependence there is on the correction meth-
ods and their routine in-vivo reliability.
The study reported here was initiated by members
(PJK, JS, AvR, JS-M, ML) of the EuroCMR Working
Group of the European Society of Cardiology (ESC).
Among them, they had experience of several types of
commercially available CMR system, and they shared
concerns regarding possible inaccuracies in derived flow
measurements. They agreed that background phase off-
set errors were, amongst other possible problems, likely
to be the principal cause for concern. Therefore, the
purpose of this study was to use static gel phantoms to
investigate whether their concerns were justified, poten-
tially motivating further optimisation of CMR velocity
mapping for clinical flow measurements. The ability of
CMR to rapidly and non-invasively measure flow
through planes transecting the large vessels is unique,
clinically valuable and worth optimising.
Methods
Static gel phantom
To eliminate the possibility of convection or motion-
induced currents within fluid phantoms, an aqueous
solution of gelatine was set within 10-15 litre uniform
plastic tanks, with sufficient dimensions at all sites to
enable measurement over the regions specified below.
To reduce T1 for improved signal to noise ratio of the
gelatine, 5 mmol/l of Gd-DTPA was added. These meth-
ods were adopted because the background offsets being
studied were potentially very small.
CMR Systems tested
The study was limited to 1.5 T as this is currently the
most widely-used main field strength for CMR. Auto-
matic correction of concomitant gradient terms [11] was
employed, whereas any other filtering or correction of
background offset errors was turned off. Only CMR sys-
tems with higher gradient performance supporting
breath-hold flow imaging within the range of imaging
parameters specified below were included. Three 1.5 T
scanner types were used, one from each of three manu-
facturers. We acquired static phantom phase offset data-
sets using twelve separate 1.5 Tesla CMR systems, four
each of the three different types (See Acknowledgements
section; this change was required by the publisher in
final proofreading for some mysterious reason).
Phase contrast velocity acquisitions
To ensure consistent test protocols for each type of
scanner, four of the investigators (PG, MPR, MJG, JT)
set up an acquisition protocol for each type of system,
and transferred this protocol to the other sites of that
type. This protocol included the slice orientations
described below.
We aimed to use similar phase-contrast sequence
parameters for each of the three scanner types. The fol-
lowing sequence parameters were reproduced for each
type (merely as a model for a typical clinical exam and
not necessarily representing a recommendation of a set
of optimized parameters for a breath-hold through-
plane flow study). All cine phase-contrast acquisitions
were by retrospectively gated pulse sequences, where the
phase-encode was updated by each detected ECG R-
wave. The continuous gradient activity of this approach,
with no silent gap while waiting for the next R-wave,
has the advantage of a more stable background offset
during the cardiac cycle [12], as well as enabling late
diastolic imaging. All acquisitions used an ECG simula-
tor at 1 second R-R interval, through-plane velocity-
encoding at Venc = 150 cm/s, slice thickness 6 mm,
FOV = 320 mm square, uninterpolated pixels 1.25 mm
(FE) by 2.5 mm(PE), flip angle 22°, 6 raw data lines per
cardiac cycle, and no parallel imaging. These parameters
often required “first-level” operation of the gradient sys-
tem with respect to peripheral nerve stimulation. The
square FOV is of course atypical for cardiac work, but
was adopted to avoid centres modifying FOVs to avoid
PE-wraparound of the large phantoms sometimes used.
Similarly unusual, two averages were used to ensure
adequate SNR for measurement of the small velocity
offsets. Neither of these adaptations would be expected
to modify the background offset error. Certain other
aspects of the pulse sequence were beyond our control
using standard clinical sequences, and these are listed
below for each type of scanner. Unless stated below, the
velocity encoding was asymmetric (i.e. it used phase-
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encoded sequence repetitions). For all of the sequences,
the gradient-echo was asymmetric (i.e. the gradient-echo
rephased early in the ADC sampling window for short
TE). The TR values stated were between the RF excita-
tion pulses, and in all cases the true flow cine temporal
resolution was 12 × TR. A larger number of temporally
interpolated cine phases was reconstructed by the Sie-
mens and GE machines, but without consequences for
the true flow acquisition.
Systems used were as follows:
Philips Achieva R2.53 (4 sites). TR5.5 ms, TE2.8 ms,
pixel bandwidth 355 Hz/pixel (Fat/Water Shift 0.62).
The slice-selective RF pulse used an asymmetric design
with a late centre. The background phase-offset correc-
tion ("LPC filter”) was switched off for this study (see
Discussion). Fifteen cardiac phases were reconstructed
(i.e. temporal interpolation was not performed during
reconstruction).
Siemens Avanto VB15 TR6.6 ms (4 systems over 3
sites), TE2.8 ms, sampling bandwidth 355 Hz/pixel. The
controls for RF pulse and gradient mode, which control
the use of faster and stronger RF and gradient pulses,
were both set to “Normal” mode in order to achieve TR
and TE similar to the other scanners. Twenty-five car-
diac phases were reconstructed (i.e. temporal interpola-
tion was applied by reconstruction).
GE Signa Excite 14M5 (4 systems over 3 sites). This
used symmetric velocity-encoding (i.e. two sequence
repetitions with positive and negative velocity sensitiv-
ities around the velocity-compensated waveform, also
known as “balanced” velocity-encoding). The “flow ana-
lysis” flag was on, disabling a spatial high-pass filter
used for phase-contrast angiography background sup-
pression. (In a slightly different form this filter appar-
ently resembles the Philips approach to background
correction). The GE “flow optimization” control resulted
in longer TE and TR than the other scanners and was
therefore not used. The readout ADC bandwidth was
41.67 kHz (pixel bandwidth 326 Hz/pixel). On the GE,
the TR and TE ranged over 5.9-6.0 ms and 2.9-3.0 ms
respectively for the oblique slices tested but were repro-
duced exactly at all 4 sites, as the sequence optimised
its timings depending on image plane orientation.
Twenty cardiac phases were reconstructed (i.e. temporal
interpolation was applied by reconstruction).
Each centre acquired the same two planes (3 acquisi-
tions), as defined in the transferred protocol files (Figure
3). Again, we emphasise that these were defined for
scanner comparison rather than making any form of
recommendation. The ‘aortic’ (Ao) plane was 45° obli-
que between transverse and sagittal planes, with ante-
rior-posterior phase-encoding. The ‘main pulmonary
artery’ (MPA-LR and MPA-HF) plane was 45° oblique
between transverse and coronal planes, the two acquisi-
tions using left-right and head-foot phase-encoding,
respectively. All three acquisitions were centered on the
isocentre.
Analysis of phantom ‘velocity’ map data
All images were analyzed independently by two sites
using independent software written at each site in
Matlab (The MathWorks, Natick, USA). The software
reported the most extreme mean velocity offset mea-
sured in a circular ‘great vessel’ region, 30 mm diameter
[13], centered within specified distances (see below)
from the centre of each velocity map. It aimed to record
the ‘worst-case’ error that might affect typical great ves-
sel flow measurements. The relevant extent of regions
interrogated was estimated from the locations of the
ascending aorta and MPA in a survey of clinical flow
studies. For the Ao plane the maximum distance was set
at 50 mm from the image centre (Figure 4) and for both
MPA planes, 70 mm from the image centre, which was
located at the magnet isocentre in all cases. The larger
span of regions for MPA analysis reflected the more
anterior location of the MPA in patient studies. Work-
ing on the averaged image of all the frames of the cine,
the largest mean apparent velocity in cm/s found by any
of the 30 mm diameter circular regions centred within
the defined spatial limits was recorded for each plane
studied. The result reported was temporally averaged
over all of the cine frames. The uncertainty in the
results was assessed using the standard deviation across
the cine frames (i.e. temporal rather than spatial stan-
dard deviation) of the region’s mean value. The study
did not aim to compare the signal to noise ratio of velo-
city measurements between systems. The uncertainty
was a combination of random noise of any frame-to-
frame variations during the retro-gated velocity cine,
and was stated as an indicator of the offset assessment’s
reliability.
Results
Table 1 shows the average of the two independent ana-
lyses, for all three planes at all 12 scanners. As an over-
all indication of the amount of offset, the average,
ignoring the polarity of the offset, over all 12 scanners
for the Aortic, MPA(head-foot phase-encoding) and
MPA(left-right phase-encoding) planes gave 1.6 cm/s,
2.9 cm/s and 3.7 cm/s, respectively. The results of the
two image analyses agreed with an uncertainty range of
less than ± 0.2 cm/s, as defined above.
The data of Table 1 is plotted in Figure 5 in compari-
son with the 0.6 cm/s suggested in the Introduction as
an acceptable error level (displayed in green).
Since the MPA plane results appeared larger than the
Ao plane on average, the question arises whether this
was due to the larger analysis region used (MPA 70 mm
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central region of up to 50 mm from isocentre for all
three plane orientations, giving 1.6 cm/s, 2.2 cm/s and
2.6 cm/s for the Aortic, MPA (head-foot) and MPA
(left-right phase-encode) respectively.
Discussion
Implications of the study
In 35 of the 36 results, the uncorrected offset exceeded a
0.6 cm/s limit of acceptability which we explained in the
Introduction. This implies that all 12 scanners would need
to rely on accurate in-vivo post-processing correction of
velocity offsets for the breath-hold protocol that was used.
Referring to the 0.6 cm/s threshold of acceptability defined
in the Introduction, the velocity offsets actually measured
i nt h ec u r r e n ts t u d yw e r eo na v e r a g efour times greater
than 0.6 cm/s, which could measure the 15% regurgitant
fraction example given above as anywhere between 5%
and 25%. In some clinical applications, for example in
straightforward measurements of peak jet velocity for the
assessment of a stenosis, such offsets remain insignificant.
But in other situations, the effect may be magnified
further, for example if a great vessel is significantly dilated,
if stroke volume is reduced, or the R-R interval is
increased due to bradycardia.
From Figure 5, it is apparent that all four scanners of
type 3 usually showed less severe offsets than most of
the data from the others. In spite of the efforts to repli-
cate the imaging parameters on all 3 types, inevitable
differences in the gradient waveforms of the three pulse
sequences might have caused this difference. It would
be unsafe to conclude that scanner type 3 has better
eddy-current correction than the other types. The only
certain proof would be in a careful comparison of resi-
dual eddy currents (i.e. pre-emphasis errors) between
scanner types, which would require specialised sequence
Figure 3 Coronal (upper) and sagittal (lower) illustrations of the oblique planes of velocity acquisition (thick black lines). The Aortic
plane, for which an antero-posterior phase-encode direction was always chosen, was at 45° between transverse and sagittal. The main
pulmonary artery (MPA) plane, which was acquired twice, either with left-right or head-foot phase-encode directions, was at 45° between
transverse and coronal. Each plane passed through the isocentre. The dark grey region represents the uniform gelatin phantom, with dotted
lines indicating a corresponding patient position with typical orientations of the aorta and MPA in which flows are typically measured through
slices similar to those of this study.
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knowledge this has not been performed.
Velocity offsets caused by Maxwell (concomitant) gra-
dients in phase-contrast imaging are calculable allowing
automatic correction during reconstruction [11]. The
remaining offset is caused mainly by residual eddy cur-
rent errors due to small inaccuracies in the pre-empha-
sis [14] and also any small errors in the concomitant
gradient correction. Post-processing to reduce the back-
ground offsets was not used in this study for two rea-
sons. First, we wished to see if post-processing was
necessary for accurate flow measurements. Second,
post-processing might be highly effective in the phan-
toms used, but could potentially be less effective in-vivo
during routine cardiovascular investigation. Of course,
there are several other well-recognised sources of error
which may compromise the accuracy of breath-hold
flow measurements. Examples might arise from reduced
spatial or temporal resolution and lower signal to noise
ratio using fast acquisition protocols. There may also be
physiological effects of breath-holding on flow [15].
However, these are beyond the scope of this study.
Lessons and Limitations of the study
The methods reported here, which aimed to implement
comparable phase contrast acquisitions across CMR
sites and systems, turned out to be more challenging
than had been anticipated. An initial attempt to invite
data collection from different sites resulted in unaccep-
tably wide variations of acquisition parameters, in spite
Figure 4 The flow offset analysis method. The mean phase offset
over the smaller 30 mm diameter circle, which represents a typical
“great vessel” ROI, was calculated for all positions of such ROIs with
their centres located up to 50 mm from the isocentre of the
magnet (up to 70 mm for MPA planes). The largest ROI value found
was taken as the ‘worst case’ result for that plane of acquisition. All
image planes passed through the isocentre. In this example, the
largest error was found in the mean ROI positioned at the lower
edge of the search region.
Table 1 Largest mean uncorrected velocity offset (cm/s) in regions centred within 50 mm of isocentre for the aortic
plane, and within 70 mm for the MPA plane (head-foot or left-right phase-encoding). The twelve rows are from the
four sites using each scanner type. The scanner types are not identified.
cm/s Scanner
Site
Aorta MPA
(HF phase-enc)
MPA
(LR phase-enc)
Scanner type 1 1 -2.2 cm/s -3.8 cm/s -5.6 cm/s
2 -2.8 -3.1 -5.5
3 -0.7 -3.2 -5.3
4 -1.3 -3.5 -4.7
Scanner type 2 5 -2.2 -3.4 -5.4
6 -1.1 -3.9 -3.1
7 1.6 -4.0 -3.6
8 -2.7 -4.9 -4.9
Scanner type 3 9 1.6 1.2 1.8
10 1.2 -0.7 0.4
11 0.9 1.6 2.1
12 1.1 -1.7 2.0
Mean of all 12 absolute
values
1.6 cm/s 2.9 cm/s 3.7 cm/s
Range of all 12 absolute
values
0.7 to 2.8 cm/s 0.7 to 4.9 cm/s 0.4 to 5.6 cm/s
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sites. It became clear that the phantom studies would
require pre-set acquisition protocols, transferred digitally
between systems. This necessitated cross-system plan-
ning and collaboration, which brought to light impor-
tant variables between systems. Certain variables
precluded complete standardisation of acquisition para-
meters, using clinically available software (For example,
the Siemens system did not allow symmetric velocity
encoding, whereas the GE system did not allow asym-
metric velocity encoding). A further limitation of the
study lies in the analysis method of searching for the
largest offset in regions displaced in in-plane directions,
while the main pulmonary artery tends to have an ante-
rior offset. Taking that example, slices acquired through
the isocenter of the magnet may not be optimal for
MPA flow measurement. The couch move facility
should in this case have been used to relocate the vessel
region rather than the centre of the slice. We neverthe-
less believe that the resultsr e c o r d e dg i v ear e a s o n a b l e
indication of the offsets that might be expected in clini-
cal practice.
This study was not designed to find out if any particu-
lar plane had greater offsets, but used 45° oblique ‘aortic’
and ‘MPA’ planes to test orientations that might typi-
cally be used in acquisitions for cardiac output, shunt or
regurgitant flow measurement. The apparently larger
offset in most MPA planes compared to the aortic
planes was not necessarily regarded as representative as
orientations might vary in clinical practice, so the signif-
icance of this was not tested. Although most of the
results have negative polarity, this was not investigated
further. Opposite polarities from the same scanner have
been reported previously [9].
Future work
Two obvious questions arise from this work. First, how
could a phase-contrast protocol be optimised to minimise
the background error in clinical routine? Due to the varia-
bility between different scanner types general advice
cannot be given beyond the following. Most current CMR
systems support automatic couch positioning for flow ima-
ging, aiming to bring the vessel of interest for flow mea-
surement into the isocenter plane (i.e. z = 0 plane, zero
head-foot offset) as possible to minimise velocity offset
errors. However, implementation of this facility varies
between systems and it is important to be aware that the
vessel region of interest, not necessarily the centre of the
slice, should be positioned with zero offset along the head-
foot direction. (For the ascending aorta, transverse imaging
can solve this difficulty). Beyond this basic step, any further
optimisation of sequence waveforms to minimise back-
ground offsets is highly sensitive to residual errors in the
correction of eddy currents. The term “residual errors”
refers to the difference between the eddy current-related
field distortion and the pre-calibrated compensation for
eddy-currents (known as “pre-emphasis”) applied to the
gradient waveforms. The accumulation of this residual
phase error during the time between velocity encoding and
the echo may be positive or negative, leading to positive or
negative offsets in the phase-subtraction velocity image. It
can be estimated that a velocity offset of 0.6 cm/s in a 200
cm/s VENC scan may arise from a residual error (of time-
constant ≈ Te) of ≈ 0.01% of the amplitude of the gradient
change made for velocity-encoding, which is extremely
challenging for manufacturers to achieve. This is around
ten times more demanding of accurate pre-emphasis than
balanced SSFP cine imaging, and it remains uncertain
whether this could ever be improved reliably so that offset
post-processing correction techniques will not be needed.
The second question that arises from the work is, how
reliable are velocity offset correction techniques in-vivo
since it appears that most systems require them? This
study did not use any correction methods which might
have appeared unrealistically effective when applied to
images from the large uniform, gelatin phantoms. Cor-
rection software may be less reliable in-vivo, particularly
if there is insufficient stationary tissue in the acquisition
plane, or if signal from it is poor. Furthermore, phase-
Figure 5 Uncorrected velocity offset results from all 12 sites. The largest mean value of the ROI found anywhere up to 5 cm inplane from
isocenter for the aortic slice (up to 7 cm for the two MPA slices). The green zone represents the 0.6 cm/s offset described in the Discussion
section.
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the offset may be problematic. An alternative but more
time-consuming approach to offset correction requires
identical flow acquisitions using a stationary phantom
after a patient study, subtracting the corresponding
apparent phantom velocities from the clinical acquisi-
tion [9] (with smoothing to avoid SNR reduction by the
subtraction). This approach should correct all back-
ground offsets precisely, even if non-linearly distributed,
provided that the offsets are stable as a function of time.
More work is required to evaluate the in-vivo reliability
of correction methods, for example using post-acquisi-
tion phantom scans as a temporary gold standard [10].
For use in clinical routine, the results imply that sites
should be cautious about potential inaccuracy unless
they have proved otherwise for the protocols and cor-
rection methods used there.
In conclusion, all of the 12 systems tested (without
offset correction methods) showed velocity offset values
larger than the 0.6 cm/s shown necessary for <10%
error in the most sensitive cardiac applications. It is
t h e r e f o r en e c e s s a r yt oh a v ear e l i a b l eb a c k g r o u n do f f s e t
correction method for images acquired by a typical
breath-hold flow protocol. The reliability of background
velocity offset correction techniques needs to be tested
with respect to clinical flow acquisitions.
Potentially Competing interests
Peter Gatehouse: Research agreement with Siemens.
David Firmin: Research agreement with Siemens.
John Totman: Research agreement with Philips.
Martin Graves: Research support from GE.
All other authors: None.
Acknowledgements
The authors thank Dr Jason Polzin (GE), Dr Marc Kouwenhoven (Philips) and
Dr Andreas Greiser (Siemens) for useful discussions during this work. We also
acknowledge the assistance of Filomena Santarelli at Pisa in the initial work
on GE machines, before software version issues excluded her site among
others. Philip Kilner is supported by the British Heart Foundation.
Sites of CMR systems tested:
GE Signa Excite: Addenbrooke’s Hospital, Cambridge, UK (two machines); VU
University Medical Center, Amsterdam, NL; Kinderspital, Zurich, CH
Philips Achieva: Guy’s Hospital, London, UK; St Thomas’ Hospital, London, UK;
Hammersmith Hospital, London, UK; ETH Zurich, CH
Siemens Avanto: Royal Brompton Hospital, London, UK (two machines);
Charité Universitätsmedizin Berlin, DE; University of Auckland, Auckland, NZ
Author details
1CMR Unit, Royal Brompton Hospital, London, UK.
2Department of Physics
and Medical Technology, VU University Medical Center, Amsterdam, the
Netherlands.
3University Department of Radiology, Addenbrooke’s Hospital,
Cambridge, UK.
4Division of Imaging Sciences, King’s College, London, UK.
5Division of Neuroradiology and Magnetic Resonance, University Children’s
Hospital, Zurich, Switzerland.
6Radiological Sciences Unit, The Hammersmith
Hospitals NHS Trust, London, UK.
7Auckland MRI Research Group, University
of Auckland, Auckland, New Zealand.
8Institute for Biomedical Engineering,
University and ETH Zurich, Zurich, Switzerland.
9Franz-Volhard-Klinik, Charité
Universitätsmedizin, Berlin, Germany.
10Department of Cardiology, VU
University Medical Center, Amsterdam, the Netherlands.
11Magnetic
Resonance Laboratory, Italian National Research Council (CNR), Pisa, Italy.
12Cardiac MRI Center, University Hospital Zurich, Zurich, Switzerland.
13Franz-
Volhard-Klinik, Charité Universitätsmedizin, Berlin, Germany.
Authors’ contributions
PJK, JS, AvR, JS-M, ML forming the EuroCMR Working Group of the European
Society of Cardiology (ESC) conceived the study. PG designed the study
with the assistance of MPR, MH, MG, JT. All other authors installed the
designated test protocol, made appropriate test phantoms and ran the tests.
Received: 8 October 2009
Accepted: 14 January 2010 Published: 14 January 2010
References
1. Nayler GL, Firmin DN, Longmore DB: Blood flow imaging by cine
magnetic resonance. J Comput Assist Tomogr 1986, 10(5):715-22.
2. Petersen SE, Voigtlander T, Kreitner KF, Kalden P, Wittlinger T, Scharhag J,
Horstick G, Becker D, Hommel G, Thelen M, Meyer J: Quantification of
shunt volumes in congenital heart diseases using a breath-hold MR
phase contrast technique–comparison with oximetry. Int J Cardiovasc
Imaging 2002, 18(1):53-60.
3. Colletti PM: Evaluation of intracardiac shunts with cardiac magnetic
resonance. Curr Cardiol Rep 2005, 7(1):52-8.
4. Rebergen SA, Chin JGL, Ottenkamp J, Wall van der EE, de Roos A:
Pulmonary regurgitation in the late post-operative follow-up of tetralogy
of Fallot: volumetric quantification by nuclear magnetic resonance
velocity mapping. Circulation 1993, 88:2257-66.
5. Gelfand EV, Hughes S, Hauser TH, Yeon SB, Goepfert L, Kissinger KV,
Rofsky NM, Manning WJ: Severity of mitral and aortic regurgitation as
assessed by cardiovascular magnetic resonance: optimizing correlation
with Doppler echocardiography. J Cardiovasc Magn Reson 2006, 8(3):503-7.
6. Hundley WG, Li HF, Willard JE, Landau C, Lange RA, Meshack BM, Hillis LD,
Peshock RM: Magnetic resonance imaging assessment of the severity of
mitral regurgitation. Circulation 1995, 92:1151-1158.
7. Fujita N, Chazouilleres AF, Hartiala JJ, O’Sullivan M, Heidenreich P,
Kaplan JD, Sakuma H, Foster E, Caputo GR, Higgins CB: Quantification of
mitral regurgitation by velocity-encoded cine nuclear magnetic
resonance imaging. JACC 1994, 23:951-958.
8. Miller TA, Landes AB, Moran AM: Improved accuracy in flow mapping of
congenital heart disease using stationary phantom technique. J
Cardiovasc Magn Res 2009, 11:52.
9. Chernobelsky A, Shubayev O, Comeau CR, Wolff SD: Baseline correction of
phase contrast images improves quantification of blood flow in the
great vessels. J Cardiovasc Magn Reson 2007, 9(4):681-5.
10. Lankhaar JW, Hofman MB, Marcus JT, Zwanenburg JJ, Faes TJ, Vonk-
Noordegraaf A: Correction of phase offset errors in main pulmonary
artery flow quantification. J Magn Reson Imaging 2005, 22(1):73-9.
11. Bernstein MA, Zhou XJ, Polzin JA, King KF, Ganin A, Pelc NJ, Glover GH:
Concomitant gradient terms in phase contrast MR: analysis and
correction. Magn Reson Med 1998, 39(2):300-8.
12. Søndergaard L, Ståhlberg F, Thomsen C, Spraggins TA, Gymoese E,
Malmgren L, Müller E, Henriksen O: Comparison between retrospective
gating and ECG triggering in magnetic resonance velocity mapping.
Magn Reson Imaging 1993, 11(4):533-7.
13. Mao SS, Ahmadi N, Shah B, Beckmann D, Chen A, Ngo L, Flores FR, Gao YL,
Budoff MJ: Normal thoracic aorta diameter on cardiac computed
tomography in healthy asymptomatic adults: impact of age and gender.
Acad Radiol 2008, 15:827-34.
14. Bernstein , King , Zhou : Chapters 10.3 and 15.2 in “Handbook of MRI
pulse sequences”., ISBN 0-12-092861-2.
15. Johansson B, Babu-Narayan SV, Kilner PJ: The effects of breath-holding on
pulmonary regurgitation measured by cardiovascular magnetic
resonance velocity mapping. J Cardiovasc Magn Reson 2009, 11:1.
doi:10.1186/1532-429X-12-5
Cite this article as: Gatehouse et al.: Flow measurement by
cardiovascular magnetic resonance: a multi-centre multi-vendor study
of background phase offset errors that can compromise the accuracy of
derived regurgitant or shunt flow measurements. Journal of
Cardiovascular Magnetic Resonance 2010 12:5.
Gatehouse et al. Journal of Cardiovascular Magnetic Resonance 2010, 12:5
http://www.jcmr-online.com/content/12/1/5
Page 8 of 8